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The Radiation Force Balance (RFB) technique is well established and most widely used for the mea-
surement of total ultrasonic power radiated by ultrasonic transducer. The technique is used as a pri-
mary standard for calibration of ultrasonic transducers with relatively fair uncertainty in the low
power (below 1 W) regime. In this technique, uncertainty comparatively increases in the range of few
watts wherein the effects such as thermal heating of the target, cavitations, and acoustic streaming
dominate. In addition, error in the measurement of ultrasonic power is also caused due to movement
of absorber at relatively high radiated force which occurs at high power level. In this article a new
technique is proposed which does not measure the balance output during transducer energized state
as done in RFB. It utilizes the change in buoyancy of the absorbing target due to local thermal heat-
ing. The linear thermal expansion of the target changes the apparent mass in water due to buoyancy
change. This forms the basis for the measurement of ultrasonic power particularly in watts range. The
proposed method comparatively reduces uncertainty caused by various ultrasonic effects that occur at
high power such as overshoot due to momentum of target at higher radiated force. The functionality
of the technique has been tested and compared with the existing internationally recommended RFB
technique. © 2014 AIP Publishing LLC. [http://dx.doi.org/10.1063/1.4878625]
I. INTRODUCTION
The application of ultrasound has been enormously
increased.1 In industries non-destructive testing and evalu-
ation (NDT and E), ultrasonic cleaning, plastic soldering,
and sonochemistry have great importance. There are vari-
ous medical applications of ultrasound such as medical imag-
ing (echocardiography) which mostly concern soft tissues.2–5
Thus, it is of the great importance, either for the safety of the
patients or for the understanding of the experimental results,
the knowledge of the acoustic field output is necessary.6, 7
The power generated from ultrasonic transducer ranges
from few milliwatts for diagnostic equipments to several watts
for physiotherapy applications. Absolute measurement tech-
niques provide accurate reference information and the results
of measurements are capable of being monitored over both
short and long periods, forming the basis of objective in na-
tional and international comparison and assessment.4, 8 The
time average ultrasonic power emitted by the source trans-
ducer is one of the key values taken into account.9 According
to both fundamental International Electrotechnical Commis-
sion (IEC) standards dealing with acoustic output of medical
ultrasonic devices, that of diagnostic devices (IEC 61157) and
that of therapeutic devices (IEC 61689), the ultrasonic power
is to be measured and declared.10, 11
The technique recommended in IEC 61161 uses a radia-
tion force balance (RFB).6 An appropriately constructed tar-
get, properly aligned in a steady state under ultrasound field,
is subjected to a radiation force given by12–14
F = W/c(T ), (1)
a)Electronic mail: premkdubey@gmail.com.
where W is the time averaged spatially integrated power inter-
cepted by the target and c is the propagation velocity of ultra-
sound in the medium used as a function of temperature.15–17
Time averaging of ultrasound occurs because under practical
circumstances, the inertia of the target causes it to effectively
integrate pulses into a corresponding steady state force. Spa-
tial integration is exploited by using targets larger in cross
section than the incident beam,13
W = mgc(T ), (2)
where m is the apparent change in mass caused by the ra-
diation force and g is the value of gravity at the experimental
site. The electro-acoustic radiation conductance of the ultra-
sonic transducer is given by18, 19
G = W/V 2rms, (3)
where Vrms is the root mean square voltage applied to the
transducer. The radiation conductance of ultrasonic trans-
ducer is the characteristic parameter and remains constant at a
given frequency within the linear range of the ultrasonic out-
put. The manufacturer uses the value of G to produce the de-
sired acoustic output at the specified frequency (generally at
resonance) by feeding the desired voltage input.19
CSIR National Physical Laboratory, India (NPLI) main-
tains primary standard for calibration of ultrasonic transduc-
ers using radiation force balance method as per IEC 61161.
The change in weight is measured using highly sensitive mi-
crobalance (Mettler Toledo-XP 56).20
Specially designed polyurethane rubber (PUR) material
based two layered absorber (HAM-A) procured from Preci-
sion Acoustics21 is used as an absorbing target in the sys-
tem. The weight of the target without ultrasound is measured
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and then excited at the desired frequency to generate ultra-
sound. Due to radiation force exerted on the target the ap-
parent change in weight is measured with a highly sensitive
microbalance. Time averaged specially integrated total ultra-
sonic power is calculated using Eq. (2). The method works
extremely perfect for the measurement of ultrasonic power
below 1 W.
Particularly in few watts region due to high radiated force
the overshoot in the balance output occurs due to increased
momentum of the target. This introduces error in the esti-
mation ultrasonic power. If the target is slightly misaligned
(not exactly perpendicular to ultrasonic beam) slight horizon-
tal movement, which may be even difficult to see, introduces
extra error. If sufficient time is allowed to stabilize, additional
error due to local thermal heating of the target takes place. In
addition cavitations and acoustic streaming dominate, which
causes increase in overall uncertainty in the estimation of ul-
trasonic power in few watts region.6, 18 However, literature
specifies that ultrasonic absorber (particularly HAM-A) can
be used up to 20 W of ultrasonic power subject to limit the
ultrasonic exposure time less than or equal to 10 s.21
We propose a new technique which uses the microbal-
ance outputs before energizing the transducer and just after
excitation is over (source switched off). The method utilizes
linear thermal expansion of absorber to measure total ultra-
sonic power more suitable at high power level. The ultrasonic
energy radiated by the ultrasonic transducer for a specified
duration of time increases the local (exposed area) temper-
ature of the absorbing target thereby increasing its volume.
The increase in volume of the target due to thermal expan-
sion can be precisely monitored by measuring the apparent
change in mass with the help of a highly sensitive balance.
The apparent change in mass is related to the heat gener-
ated in the target which is proportional to the total ultrasonic
power absorbed by it. The functionality of the approach has
been tested and verified with conventional primary calibration
standard of RFB method. A common error that is observed in
conventional technique is overshoot in the mass measurement
at higher force level due to momentum of the target. Other
source is movement of target due to sudden application of
large force causes variations in the mass value measurement.
The proposed technique is less sensitive to these errors caused
by transient disturbances in apparent mass measurement due
to radiation force of higher level.
II. AUTOMATED RADIATION FORCE BALANCE SETUP
AT NPLI
Recently, the RFB of NPLI has been upgraded and auto-
mated. The improved system records the dynamic variation in
the output of microbalance. The voltage applied to the trans-
ducer is controlled by a closed loop system. The closed loop
system utilizes either Digital Storage Oscilloscope (DSO Tek-
tronix: TDS210) or DC converter module for voltage control.8
Fig. 1 shows the block diagram of an automated radia-
tion force balance system. The water bath is made up of Per-
spex with its inner length, breadth, and height as 300 mm,
300 mm, and 170 mm, respectively. The water bath has a
removable lid by which the bath is covered after fixing the
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FIG. 1. Block diagram showing the parts of an automated radiation force
balance setup at NPL, India used to measure total ultrasonic power of a trans-
ducer.
transducer and hanging the absorbing target. The specially de-
signed polyurethane rubber is used as an absorbing target.21
The target dimensions are 50 mm × 60 mm × 14 mm. LM 35
sensor based digital temperature monitor designed in the lab-
oratory is used for the measurement of water bath temperature
with ±0.2 ◦C accuracy.22 It also provides amplified (5 times)
analog output which is then fed to the computer through pico
ADC212 parallel port data acquisition module. The propaga-
tion velocity of ultrasound is taken at the measured temper-
ature using standard literature.15, 16 Highly sensitive dynamic
weighing microbalance (Mettler Toledo: XP 56) is used to
measure the change in the weight of the absorber. The mi-
crobalance is interfaced to the personal computer via RS 232
port for its data acquisition.
Transducer is excited at the desired voltage and fre-
quency using Agilent arbitrary waveform, generator (model:
33250A), and E and I fixed gain (50 dB) power amplifier. A
coaxial cable of about 1 m is used at the output of amplifier
to connect the transducer. The input voltage to the transducer
is measured and monitored with the help of digital storage os-
cilloscope. The RF input voltage fed to the transducer is also
measured with in-house developed dual peak to peak detector
module (DPPM) in order to suppress the errors caused by the
connecting coaxial cable to DSO.8 Control and automation
software has been developed in LabVIEW from which dif-
ferent parameters such as RF voltage, frequency, transducer
excitation period, and transducer off period, etc., can be set
and controlled.
III. BUOYANCY CHANGE OF TARGET DUE
TO THERMAL HEATING
Due to absorption of ultrasonic waves the temperature of
the absorber increases. The apparent weight (force) of the ab-
sorber immersed in water is given by
F = [mab − (ρwt .V0ab)].g, (4)
where mab is the mass of absorber in free space, ρwt is the
density of water, Voab is the volume of absorber used, and
g is the acceleration due to gravity at the experimental site
(Fig. 2).
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FIG. 2. Snapshot showing the devices used in radiation force balance setup
at NPL, India used to measure total ultrasonic power of a transducer.
As the absorber expands due to heating, considering the
linear thermal expansion of the absorber Eq. (4) becomes
F = [mab − (ρwt .Voab)(1 + 3αlabTab)].g, (5)
where αlab is the coefficient of linear thermal expansion of
absorber and T is the change in the localized temperature
of the absorber. The apparent change in absorber mass sub-
merged in water due to linear thermal expansion will be
mT = 3ρwt .V0abαlabTab. (6)
The absorbing target is attached with aluminium disc (di-
ameter 37.7 mm and 5 mm thickness) to provide support and
helps in hanging the target as shown in Fig. 3. The aluminium
disc also increases the total apparent mass of target in water
which reduces the target movement at higher radiation force
level. As the volume of aluminium disc is small in compar-
ison with the absorber and is in direct contact with the ab-
sorber, the raise in the temperature of the absorber will also
raise the temperature of the aluminium disc. Considering the
thermal expansion of aluminium also in target, Eq. (6) can be
FIG. 3. Snap of the target showing absorber attached to aluminium disc with
an arrangement to hang it to microbalance.
modified as
Tt arg et = mT3ρwt .(V0abαlab + V0alαlal) . (7)
The initial volumes of absorber (V0ab) and aluminium disc
(αlal) are known. The values of coefficient of linear thermal
expansion of absorber (αlab) and aluminium (αlal) are taken
from the literature.16, 21, 23 By measuring the change in mass
(mT) due to buoyancy and thermal heating of the submerged
target and substituting the appropriate values of the denomi-
nator, change in temperature of the target (Tt arg et ) can be
easily obtained.
IV. ESTIMATION OF ULTRASONIC POWER DUE TO
LINEAR THERMAL EXPANSION OF ABSORBING
TARGET
The volume of target (absorber 42 cm3 and aluminium
disc 5.57 cm3) is known. The change in apparent mass (m)
of target is continuously monitored and recorded. Substituting
the literature values of αlab (200 ppm), αlal (23.1 ppm), and
density of water ρwt at the experimental temperature (0.997
g/cm3), then Eq. (7) becomes
Tt arg et = mT
/
0.02551. (8)
Water has higher specific heat capacity compared with the
HAM-A target material and also the volume of water used
is comparatively large (300 times approximately). Further,
according to IEC61161 the width of absorber must be at
least double of the diameter of transducer (device under test).
Hence, it can be assumed that the ultrasonic power absorbed
by the target rises its temperature keeping the water tempera-
ture comparatively stable.
Now, the amount of heat, qab, acquired by absorber to
raise the temperature of target by T:
qab = mCabTt arg et , (9)
where m is the mass of the absorber and Cab is the heat
capacity24 of the absorbing material. By precisely controlling
and measuring the time for which the device is excited ultra-
sonic power W will be
W = qab
t
. (10)
V. RESULT AND DISCUSSION
Fig. 4 shows the typical variation in microbalance out-
put with time at different excitation voltages of 10 MHz, 0.75
in. transducer (Panametrics NDT, model V315). It is clear
from the figure that when the transducer is energized for rela-
tively lower ultrasonic power level, the balance output seems
approximately stable. When energized for higher ultrasonic
power, gradual decrease in the microbalance output can be
noticed; this is clearly visible in 21.7 Vrms response. Gener-
ally, for the estimation of m in conventional radiation force
method, balance output is recorded immediately before ener-
gizing the transducer and just after it energizes. This gives the
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FIG. 4. Variation in the microbalance output with time at different excitation
levels of Panametrics 10 MHz transducer.
change in apparent mass of target due to radiation force and
the total ultrasonic power is calculated using Eq. (2).
This method is universally adopted and is being used
by the National Metrology Institutes (NMIs) as a primary
standard for calibration of ultrasonic transducers as per
IEC61161. The technique works fine for lower power range.
But as we move above in few watts region, the momentum of
the target introduces additional source of error. This can be
seen in the response of 35 V and 43 V excitations in Fig. 5.
On recording the output of microbalance just after excitation
in the overshoot region, it will result in overestimation of ul-
trasonic power than the actual, due to momentum. Producing
delay in considering the mass value at the overshoot may re-
sult in further error (increased m) due to thermal heating of
the absorbing target. As the target heats up due to local rise in
the temperature thermal expansion takes place. The continu-
ous decrease in the apparent mass due to thermal expansion is
depicted in Fig. 5 and relatively high at 43 V level.
One method of overshoot correction could be an ap-
proach of extrapolation and estimation of back points us-
ing slope due to thermal expansion. But this approach re-
quires post processing and hence is time consuming. Another
method is to consider the raising edge of microbalance output;
this gives comparatively lower overshoot and disturbances at
the time when transducer is switched off. This method has
been adopted and used to compare with the proposed method
of measurement of total ultrasonic power using change in
buoyancy of target.
FIG. 5. Deviation in the microbalance output at different excitation levels of
the developed transducer of 1.25 MHz used for estimation of total ultrasonic
power.
FIG. 6. Variation in the microbalance output with time at different excitation
levels of the developed transducer of 1.25 MHz.
For the generation of ultrasonic power in watts region a
transducer has been developed using gold plated lithium nio-
bate (LiNbO3) crystal with 20 mm diameter. The transducer
is air backed. The developed transducer has been tested for the
generation of ultrasonic power up to 5 W using the radiation
force balance facility.
The developed transducer was excited for the duration
of 60 s (±1 ms) at different excitation levels as shown in
Figure 6. From the figure, it is clear that the absorber has
been heated at the rates proportional to the ultrasonic power
applied. The deviated final value of the balance output indi-
cates the proportional increase in the apparent mass of ab-
sorber due to expansion. As the excitation source is switched
off the absorber cools down this can be observed in Fig. 7. The
absorber temperature decreases exponentially and approaches
almost stable value of water in about 30 min. Once this state
is reached the system is ready for the next observation.
The developed method has been tested and verified for
its functionality by comparing the measured results with the
well established primary standard (RFB method) having un-
certainty of ±4.5% at coverage factor of k = 2 (95% confi-
dence level). For the measurements the developed transducer
was used which is driven at its resonant frequency. The res-
onant frequency was estimated by driving the transducer at
fixed voltage and measuring the ultrasonic power at different
frequencies in step of 100 Hz. Maximum power recorded was
at 1.2325 MHz.
FIG. 7. Typical cooling response of absorbing target from different temper-
ature levels obtained by different excitation voltage levels.
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TABLE I. Comparison of the measurements made by the proposed technique and RFB method on 1.2325 MHz, LiNbO3 ultrasonic transducer.
Change in mass Change in mass Ultrasonic power
Input voltage due radiation of target due to mW (W = mcg) Ultrasonic power
Vrms force (mg) thermal heating (mg) (±4.5%) (W = q/t) mW % deviation
8.8 7.161 2.575 104.59 105.94 1.27
13.0 16.598 6.365 243.3 261.86 7.62
17.4 32.225 11.476 470.67 472.14 0.31
21.7 53.198 18.516 776.99 761.77 1.95
26.0 70.000 24.787 1022.40 1019.77 0.25
30.4 99.790 35.131 1457.50 1445.34 0.834
34.8 143.476 47.641 2095.57 1960.01 6.46
39.1 182.818 61.049 2670.18 2511.64 5.96
43.4 220.815 75.109 3225.16 3090.08 4.18
47.8 263.983 93.314 3855.65 3839.06 0.43
52.1 303.556 106.82 4433.65 4394.72 0.87
In order to verify the functioning of the method for the
different time intervals, measurements have been taken for
three different time durations 4 s, 8 s, and 16 s at different
excitation levels. Each time ultrasonic power was calculated
using Eq. (10). The identical voltages were selcted to that of
Table I so that the closeness of the measured power level may
also be verified. As the three response lines almost overlap
each (Fig. 8) other indicating that the output power may be
measured even within the small duration of heating period.
Generally the target size is maintained at least double of
the transducer diameter and the measurements are carried out
in near field zone (close to the transducer). When ultrasound
radiated by the transducer is absorbed in the centre of tar-
get, then due to local heating in that area thermal expansion
takes place which in turn increases the total volume of the ab-
sorber. Due to relative rise in temperature at the centre thermal
transfer takes place resulting in increase in the temperature of
adjacent places. Under such condition the temperature distri-
bution in the absorber will be non-homogeneous. Since, ther-
mal expansion of the absorbing material is highly linear,21 the
overall increase in volume will be due to total heat absorbed.
If the transducer is switched off, which stops further heat-
ing of the target in the centre, the thermal transfer continues
till the temperature of the absorber becomes homogeneous.
The raised temperature of the absorber transfers heat into wa-
ter and effective cooling of the target takes place. The volume
FIG. 8. Estimation of ultrasonic output power of a transducer at different
excitation intervals.
of water is very high as compared to that of target. Also, due
to high specific heat capacity of water and high volume, the
amount of heat required would be approximately 1000 times
higher to raise its temperature equal to the absorber. Hence,
the temperature of water is almost maintained at the ambi-
ent temperature. In this experimental setup, the temperature
of water was measured and monitored closed to the absorber
(at 1 cm distance). The raise in temperature was within 0.2 ◦C
which has least significant contribution in the variation of wa-
ter density. Hence, density of water was considered as con-
stant during experimentation.
VI. CONCLUSIONS
Method for the measurement of total ultrasonic power by
utilizing linear thermal expansion and change in buoyancy of
absorbing target has been successfully developed and its func-
tionality has been demonstrated. The approach may be useful
for the measurement of ultrasonic power in few watts region
by precisely measuring the thermal expansion effect within
short duration of time. For estimation of low power, particu-
larly in mW region thermal response for the longer duration
excitation may be considered which will produce significant
change in the buoyancy of target; necessary for estimation of
ultrasonic power.
On the other hand the target requires about 30 min for
cooling and regaining the normal temperature. This limits the
measurement speed of this approach. However, if sufficient
time for target cooling is not included it will cause error in the
estimation of output power. From the literature it has been ob-
served that the linear thermal expansion of the target material
(PUR) also depends on temperature (water temperature).24
Hence, knowledge of temperature dependence of target ma-
terial expansion coefficient is necessary or the measurement
may be made at constant temperature of water.
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